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Carbon isotope ratios (12C/13C) are measured for aqueous solutions of tryptophan, myoglobin,
and -cyclodextrin using C ions from an inductively coupled plasma (ICP) and a prototype
twin quadrupole mass spectrometer (MS). 13C/12C ratios can be determined with a relative
standard deviation (RSD) of 1%. This precision is close to the limiting value predicted by
counting statistics (1.16%). Spectral interference on 13C, presumably from 12C1H, comes
from the incomplete dissociation of myoglobin and/or -cyclodextrin, but not tryptophan.
Decreasing the aerosol gas flow rate slightly from that which yields maximum signal
eliminates this 12C1H interference. The count rate of the minor isotope (13C) can be
artificially enhanced by increasing the voltage of the 13C detector, and/or by shifting the ion
beam splitter offset from the central axis. Instrumental modifications to the MS that improve
the sensitivity are also described. (J Am Soc Mass Spectrom 2003, 14, 295–301) © 2003
American Society for Mass Spectrometry
Inductively coupled plasma mass spectrometry (ICP-MS) is a versatile technique for elemental and isoto-pic analysis. Applications of ICP-MS range from
elemental determinations to isotopic analysis in nutri-
tion, clinical studies, geochemistry, environmental
studies, and the semiconductor and nuclear industries.
ICP-MS has long linear dynamic range (eight orders of
magnitude) and detection limits at part per trillion
levels for many elements. Most ICP-MS instruments
contain a quadrupole or magnetic sector mass spec-
trometer with a single detector. These are sequential
devices that do not measure the various m/z values of
interest at precisely the same time. They provide mod-
erate to good precision in isotope ratio measurements,
typically 0.05% relative standard deviation (RSD) on
ratios close to unity, with substantially poorer precision
on large or small ratios [1–4].
Much of the instability in the ion signal is caused by
flicker noise from the ICP. This source of noise can be
eliminated by measuring the various m/z values at the
same time using a multicollector magnetic sector device
[5, 6]. We have described a unique instrument with two
quadrupole mass filters and an ion beam splitter that
also eliminates the flicker noise contribution to isotope
ratios [7]. Allen and co-workers have analyzed solid
copper and steel samples using laser ablation with this
twin quadrupole device. The isotope ratio precision
reported by Allen et al. was 0.06 to 0.1% for 52Cr/53Cr,
depending on the dwell time and averaging method
used [8].
This paper evaluates the performance obtained for
measurement of carbon isotope ratios from organic
compounds at natural isotopic abundance. The ultimate
goal is to provide a method for carbon isotopic analyses
in bioorganic molecules in aqueous solution. This is an
ambitious goal, since carbon is only 1 to 5% ionized in
the ICP [9]. Thus, the sensitivity (i.e., count rate per unit
concentration) is much lower than that for the metals
and metalloids usually determined by ICP-MS, and 13C
is only 1% of 12C. No more than 0.1% of the analyte
ions in the plasma are eventually detected, so the
overall efficiency of ICP-MS for C is expected to be
low.
Thus, ICP-MS has not been widely used for measure-
ments of carbon. Vogl and Heumann [10, 11] found
count rates of 8.5 103 count s1 per ppm carbon using
a conventional quadrupole ICP-MS. They determined
dissolved organic carbon using isotope dilution, in both
the overall solution and in fulvic and humic acid
fractions separated by chromatography. The precision
of the 13C/12C ratio measurements at natural isotopic
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abundance was 3% relative standard deviation (RSD)
at carbon concentrations of 50 ppm.
The potential advantages of ICP-MS for determining
carbon isotope ratios are (a) the carbon isotopes are
measured using atomic C ions rather than molecular
ions like CO2
, which require corrections for O isotopes,
(b) aqueous solutions of nonvolatile biological com-
pounds can be analyzed directly without combustion or
derivatization, provided the analyte compound is the
only substance that contains carbon, (c) sample solu-
tions can be changed quickly with very low memory
effects or cross contamination. This is a feasibility study.
It is realized that the precision and sensitivity will not
be as good as that obtained using well-established,
proven methods such as GC combustion isotope ratio
MS, which can achieve RSDs as good as 0.001% [12–20].
Experimental
Instrumentation
The home built ICP twin quadrupole MS is shown in
Figure 1. The main components have been described
previously [7, 8]. Standard operating conditions are
listed in Table 1.
The heart of this instrument is the ion beam splitter
(Figure 1), which consists of two 30° toroidal electro-
static analyzers back to back. The ion beam from the
ICP is extracted through the sampler and skimmer,
passes through a series of ion lenses and beam shift
plates, and is then divided into two parts at the entrance
of the splitter. Each part travels through one side of the
splitter to its own quadrupole mass analyzer and de-
tector. Ions at two individual m/z values can be mea-
sured separately and simultaneously. Most of the flicker
noise from the ICP and sample introduction system
cancels when the ratio is calculated. Note that the beam
is split before it is mass analyzed. Thus, some analyte
ions are lost in the splitter, and the sensitivity will be
lower than that of either a scanning instrument or a
multicollector based on a magnetic sector [8].
Typical ion lens voltages are also listed in Figure 1.
The first extraction lens and the beam shift plates are
the most important lenses. The left and right beam shift
plate voltages determine the fraction of the ion beam
sent to each channel. The voltages of the three elec-
trodes of the splitter and the alignment of the splitter
also influence the portion of the beam sent to each
channel. These voltages are optimized daily to achieve
the best precision for isotope ratio measurements.
As a result, the ion beam is often split unequally
between the two channels. Sometimes, the ion beam is
split more to channel A than channel B and vice versa.
Consequently, the measured isotopic ratio differs from
the natural abundance ratio, and a calibration curve for
the relative sensitivity of each channel is needed. This
will be discussed in more detail in the Results and
Discussion section. Throughout this paper, the terms
channel A and channel B refer to the sides of the
instrument that contain quadrupole A and quadrupole
B, as shown in Figure 1.
Modifications
The sampler-skimmer separation was changed from 8
mm to 10 mm for normal operation. The second stage
differential pumping orifice (Figure 1) was enlarged
from 1.5 mm to 2 mm in diameter. An additional ion
lens (1.5 mm long) was placed behind the second
Figure 1. Diagram of the twin quadrupole mass spectrometer.
Table 1. General operating conditions
Ultrasonic nebulizer (Model
U-500, CETAC Technologies)
Uptake rate 1 mL min1
Heater 160 °C
Condenser 4 °C
ICP (Model HFP-2000D, Plasma
Therm, now RF Plasma
Products)
Forward power 1.30 kW
Argon flow rates (L min1)
Outer gas 15
Auxiliary gas 1.1
Aerosol gas 0.81a
Data collection–selected ion
monitoring (13C in channel
A, 12C in channel B)
Dwell time 1.5 s per point
10 points per data unit
10 units averaged
Data collection–mass scanning
Dwell time 1.5 s per channel
10 channels per m/z peak
a0.88 initially, see Table 3 and accompany text.
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extraction lens and in front of the differential pumping
plate. A series of extension lenses with different lengths
(0.5, 0.75, and 1.25 cm) but with the same inner diameter
of 1.5 cm were made of stainless steel and used to adjust
the skimmer-first extraction lens separation. The skim-
mer mounting flange was also modified to accommo-
date a commercial skimmer (aperture 0.82 mm diame-
ter, PE Sciex ELAN 6000, Concord, Ontario, Canada).
Finally, the ions were detected with discrete dynode
electron multipliers (Model AF 562A, ETP Scientific,
Auburn, MA) rather than Channeltrons.
Materials and Reagents
A 5-mL Teflon sample loop (Alltech, Deerfield, IL, USA)
was installed between the peristaltic pump and the
ultrasonic nebulizer. This sample loop reduced back-
ground noise and rinse out time, compared to that
obtained by drawing the samples through a peristaltic
pump, especially for the protein and carbohydrate
solutions. Deionized water was produced by a Milli-
pore Laboratory Water System (Bedford, MA) with an
organics pyrogen-free system, consisting of one super-C
carbon cartridge, two ion-exchange cartridges, and two
organex-Q cartridges. Solutions were prepared and
stored in 15 or 50 mL polypropylene tubes (Fisher
Scientific, Pittsburgh, PA). Particulates were filtered
from the amino acid and protein solutions using 5 mL
syringes and 45 m filters, also supplied by Fisher
Scientific.
Ultrex II ultra-pure concentrated nitric acid was
purchased from J. T. Baker (Phillipsburg, NJ). Lithium
working solutions were diluted from the stock 1000 mg
L1 ICP standard (Plasmachem, Farmingdale, NJ). A
10,000 mg L1 stock solution of -D-glucose (hereafter
simply called glucose, Aldrich, Milwaukee, WI) was
prepared in deionized H2O. Working solutions of 1000
ppm -cyclodextrin were prepared by dissolution of the
solid -cyclodextrin (Fluka, Ronkonkoma, NY). Lyoph-
ilized tryptophan and horse heart myoglobin were
obtained from Sigma (St. Louis, MO). All working
solutions were prepared prior to use by diluting stock
solutions with deionized H2O, except for tryptophan,
which was dissolved in aqueous HNO3 at pH 4.0. The
13C/12C ratio in these “natural abundance” solutions
was assumed to be 0.111, the usual quoted value.
Enriched 13C glucose was purchased from Cambridge
Isotope Laboratories (Andover, MA), dissolved into a
stock solution, and added to these natural abundance
solutions in known volumes.
Drift and Background Correction
Slow instrumental drift usually occurs in ICP-MS de-
vices. The individual count rates drift more severely
than the ratio. Drift in the twin quadrupole device
complicates the isotope ratio measurements. After the
calibration curve is established at the beginning of the
day, the isotopic standard is analyzed periodically, and
a normalization factor K is used to correct for drift
during data processing. K is defined as the measured
13C/12C ratio at later time t divided by the measured
13C/12C ratio at initial time t  0 when the calibration
curve was constructed. The natural abundance glucose
solution is usually analyzed to determine K, although
any of the eight enriched standards could be used. The
measured 13C/12C ratio (Rm) from protein or carbohy-
drate samples is then multiplied by this factor K to yield
a new 13C/12C ratio called Rm. Rm is used in place of
Rm for the calculation of the actual ratio using the daily
beam splitter calibration curve. The calculated ratios R
and the corresponding calibration curves comprise the
data reported below. The K values remained within the
range 0.97 to 1.03.
Background is measured at m/z  12 and 13 during
nebulization of deionized water. The average back-
ground count rates are substantial, about 4000 counts
s1 and 300 counts s1 at m/z  12 and 13, in general
agreement with the observations of Vogl and Heumann
[10, 11]. These background values are subtracted from
the gross count rates from the samples. Isotope signals
and ratios are calculated using these net count rates.
Results and Discussion
Sensitivity Improvement
Carbon is not efficiently ionized in a typical “hot” ICP
[8]. Light ions pass through the supersonic expansion
with low kinetic energy and are thus more vulnerable to
space charge effects than heavy ions, which also hurts
sensitivity for C. Use of a “cool” plasma [21–24]
improves sensitivity for light, easily ionized elements
like Li but is not an option for elements with high
ionization energies (IE) like C (IE  11.26 eV).
To improve sensitivity for C, ion extraction param-
eters such as type of skimmer and distance between
skimmer and extraction lens were varied systemati-
cally. The rationale for these experiments is described
separately [25]. Lithium, a convenient element near the
molar mass of carbon, was monitored in this part of the
study. Essentially, the sensitivity improves as the ex-
traction lens is moved closer to the skimmer, as found
previously in our laboratory for a similar homemade
extraction device [26]. Replacing the homemade skim-
mer with the Sciex skimmer also improved sensitivity.
Combining these alterations led to an overall sensitivity
improvement of a factor of 19 [25]. The eventual sensi-
tivity achieved, 4.2  106 c s1 per ppm Li, is still well
below that obtainable by conventional instruments. It is
believed that many ions are lost at or inside the beam
splitter. Improved design of this component could
probably improve sensitivity further.
Initial Results
The ICP is ignited and all electronics are warmed up for
at least one hour. The ICP operating conditions are
297J Am Soc Mass Spectrom 2003, 14, 295–301 DETERMINATION OF CARBON ISOTOPE RATIOS
adjusted to maximize sensitivity for Li. The instru-
ment is then fine-tuned with a natural abundance
glucose standard. The aerosol gas flow rate is adjusted
to maximize count rate for 12C on both channels A and
B. Lastly, the voltages of the beam shift plates are
adjusted for best precision in the 13C/12C ratio.
A typical mass spectrum of C, obtained by scanning
one of the mass analyzers, is shown in Figure 2. On an
expanded scale (Figure 2b), the peak at m/z 13 shows up
clearly and is baseline resolved from those at m/z 12 and
14. A calibration curve for 13C is linear (y  429.7x 
278.2, r2  0.9997). Figure 3a shows typical rinse out
curves for both C isotopes. Signals from both channels
rinse out simultaneously in less than 2 min. A correla-
tion plot determined from the entire rinse out curves is
linear with r2  0.9995 (Figure 3b). Thus, the signals in
the two channels remain correlated even as the C source
is rinsing out of the sample introduction system. The
molar sensitivity for 13C in Channel A is deliberately
made greater than that for 12C in Channel B.
Table 2 summarizes typical results for measurements
of 12C and 13C from glucose at natural abundance on
five different days. Each value is the average of 100 data
points from the same day with one quadrupole at m/z
13, and the other quadrupole at m/z 12. In general, the
RSD of the ratios is better than the RSD of the individ-
ual signals, as expected. To be fair, the RSD should be
compared to that expected from counting statistics, i.e.,
the shot noise limit. [The shot noise limit to the isotope
ratio precision is given by sR/R  (1/I12  1/I13)
1/2,
where sR is the standard deviation of ratio R and I are
the integrated counts for the indicated isotope per
integration cycle. For the small ratios usually measured
in this work, the precision is determined largely by the
standard deviation of 13C, the less abundant ion.]
Although 13C is only 1% of 12C, isotope ratios with
count rate ratios as great as 58/1 can be measured with
precision only 50% lower than that expected just from
counting statistics.
Isotope Ratio Calibration
The measured 13C/12C ratios in Table 2 are different
from the natural abundance ratio (0.0111) and also vary
from day to day. The bias is substantial due to the
different transmission of each side of the beam splitter
and each mass analyzer and the different response of
each detector. The measured ratios are therefore cali-
brated against known ratios in standard solutions
spiked with glucose enriched in 13C (Figure 4). The least
squares fit of these eight points of the calibration curve
shows the square of the correlation coefficient is essen-
tially unity, and the intercept approaches zero. The
slope of the line reflects the split ratio of the system. The
steeper the slope, the more the measured ratio deviates
from the actual ratio. Figure 4 illustrates the results
obtained with the voltages adjusted to provide a split
ratio of approximately 2.5/1. Even in an extreme case
where the split ratio is 12/1, meaning 12 parts of the
ion beam were directed to one channel and only one
part of the beam was sent to the other channel, the
calibration curve is still linear (y 12.04x 0.1131, r2 
0.9996).
This is a unique and potentially useful characteristic
Figure 2. Mass spectrum of C ions from 1000 ppm glucose in
H2O.
Figure 3. (a) Rinse out curves for C from 500 ppm glucose in
deionized H2O enriched with equal amount of
13C-glucose. Count
rates at channel A and channel B were monitored simultaneously
at m/z  13 and m/z  12, respectively. The sample was removed
and replaced with blank at about 190 s. (b) Correlation plot from
(a), a plot of normalized count rate of 12C at channel B versus the
normalized count rate of 13C at channel A.
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of the ion beam splitter for measuring very large or very
small isotope ratios. A smaller portion of the ion beam
can be used to measure the more abundant isotope and
a bigger portion of the ion beam for measuring the less
abundant isotope. In this fashion, the count rate of the
major isotope is sacrificed to improve the count rate and
counting statistics for the minor isotope. The altered
isotope ratio can easily be related to the actual ratio
with a calibration curve, which is necessary anyway.
The calibration curves are always linear from day to
day although the slopes and intercepts may vary. The
mean square correlation coefficient (r2) from six calibra-
tion curves is 0.9996  0.0002 (SD).
Plasma Optimization and Removal of 12C1H
Initial results were measured for tryptophan and myo-
globin at natural isotopic abundance. Calibration curves
were based on enriched glucose isotopic standards with
plasma conditions optimized to provide maximum sig-
nal. The expected 13C/12C ratio after calibration was
0.0111. Measured ratios from tryptophan were perhaps
a little low (0.0109  0.004 and 0.0107  0.0001 on
different days), while those from myoglobin were def-
initely too high (0.0120  0.0002 and 0.0129  0.0001).
A high result for the 13C/12C ratio suggests a spectral
interference at m/z  13, presumably 12C1H. The IE of
CH is 10.64 eV, which is just 0.62 eV below the IE of
carbon (11.26 eV). The dissociation energy of C  H is
4.08 eV [27]. These values are comparable to those of
other polyatomic ions seen from the ICP [28, 29], and
theoretical calculations of the abundance ratio indicates
some 12C1H could survive in the plasma [25]. The
variation of the observed ratios for the different com-
pounds suggests that the 12C1H interference was worst
for myoglobin, moderate for glucose, and minimal for
tryptophan [25]. Globular proteins such as myoglobin
retain water especially strongly. The protein nanopar-
ticles produced by the nebulizer and desolvator may
not be fully dried, which would increase the density of
H atoms in the plasma and enhance formation of CH
from mass action considerations.
The results of experiments to attenuate the interfer-
ence from 12C1H are shown in Table 3. Unlike the
other isotope ratio results, these were obtained by
scanning one channel of the mass analyzer. The mass
bias introduced by the beam splitter should thus be
negligible. In order to dry the aerosol more thoroughly,
the heater temperature of the desolvator was increased
to 160 °C (20 °C higher than normal) for all these
measurements.
In the first set of results in Table 3, the plasma
Table 2. Raw, uncalibrated carbon isotope ratio measurements on glucose, 1000 mgL1
13C Count rate,
% RSD
12C Count rate,
% RSD
13C/12C Ratio,
% RSD
Counting statistics
% RSD
3372, 1.75% 188000, 2.62% 0.0180, 1.65% 1.42%
5079, 3.67 269000, 4.40 0.0189, 0.91 1.16
3860, 1.11 165000, 1.26 0.0233, 1.32 1.33
3550, 0.96 197000, 1.76 0.0171, 1.42 1.42
3230, 2.67 87700, 5.51 0.0388, 1.22 1.52
Figure 4. Calibration curve for isotope ratios. Standard 1000
ppm glucose solutions at natural abundance were spiked with
different amounts of 13C-glucose. The horizontal axis represents
the actual 13C/12C ratios after spiking. The vertical axis is the
13C/12C ratio measured by ICP-MS. The uncertainty of each point
is smaller than the symbol. Split ratio is 2.5/1.
Table 3. Effect of ICP-MS operating parameters on apparent carbon isotope ratios from glucose, 1000 mg L1
Extraction lens
voltage (volts)
Forward power
(kW)
Aerosol gas
flow rate
(L min1)
12C count rate
( 103), RSD
Apparent 13C/12C
ratio from mass
scanning
Relative
error %
150 1.30 0.882 532, 3.6% 0.0126  0.0002 13.3
(n  7)
150 1.30 0.834 370, 3.3% 0.0117  0.0003 5.2
(n  6)
150 1.25 0.834 432, 2.4% 0.0114  0.0003 2.5
(n  7)
150 1.30 0.810 656, 3.0% 0.0112  0.0002 0.7
(n  7)
170 1.30 0.810 1213, 3.8% 0.0111  0.0003 0.02
(n  5)
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conditions are selected to maximize Li signal, and the
13C/12C ratio is 0.0126, too high. The ratio creeps closer
to the expected value of 0.0111 as aerosol gas flow rate
decreases and/or power increases.
These changes in ICP conditions affect the character-
istics of the region in the plasma where the ions are
sampled. Typically, if plasma parameters are set to
maximize signal, the initial radiation zone (IRZ) [30]
ends just upstream from the tip of the sampler. The IRZ
is fairly sharply defined when a dry aerosol is intro-
duced [31]. The IRZ moves further upstream (i.e., away
from the sampling orifice) as power increases and
aerosol gas flow rate decreases. The zone sampled
would be expected to be slightly “hotter” and atomiza-
tion should be more extensive under these conditions.
The bottom entries for C count rate in Table 3 show
that increasing the extraction lens voltage more than
compensates for the signal lost by adjusting aerosol gas
flow rate to suppress CH.
13C/12C Measurements in Myoglobin and
Cyclodextrin
Results obtained under conditions optimized as de-
scribed above to remove CH are shown in Table 4. The
averaged ratio values are 0.0109  0.0004 and 0.0111 
0.0002, not appreciably different from the expected
value of 0.0111. In other experiments (data not shown),
whether the myoglobin sample was dissolved in deion-
ized water or in dilute nitric acid did not affect the
measured ratios [25]. The 13C/12C ratio from myoglobin
was also measured by mass scanning and found to be
0.0112, in agreement with the values obtained by single
ion monitoring. The observed precision values were in
the range 1.4 to 1.8% RSD. These precision values are
close to those expected from counting statistics, being
worse by only 10 to 50%.
Conclusion
Measurements of carbon isotope ratios from solutions
of non-volatile bio-organic compounds have been dem-
onstrated with our prototype inductively coupled
plasma twin quadrupole device. At present, the preci-
sion is 1% RSD, which is sufficient for many stable
carbon isotope metabolic tracer and labeling studies.
Obvious improvements include the use of a multicol-
lector magnetic sector MS, new micronebulizers to
reduce the amount of sample required, improved sen-
sitivity, and reduced C levels from the blank. In the
latter area, Vogl and Heumann reduced the C back-
ground by about a factor of three by acidifying the
samples and purging them with helium, indicating
much of the C background is CO2 dissolved in the
sample [11]. It may be possible to reduce the C blank
by removing carbon compounds from the argon. Note
also that interference from Mg2 is possible on both C
isotopes, so it is important to be sure the sample does
not contain appreciable Mg.
With these developments, ICP-MS could develop
into an alternative method to GC-MS and GC-combus-
tion-IRMS for rapid carbon isotope ratio determina-
tions. Because the mass analyzers are not scanned, the
method could also be valuable for carbon isotope ratio
measurements during transient signals such as LC
peaks, although exclusion of other carbon sources such
as organic solvents or buffer compounds would be
necessary.
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